[The comparison of the micro-syringe with clinical usage].
Micro-syringe as a result of the high frequency of clinical use, direct contact with patients, the failure of its equipment will have a direct impact on the patient's disease status. Researchers in this paper, by simulating the test fluid, electrical safety testing and analysis of statistical methods such as maintenance records, consider six kinds of common injection pump, in terms of performance, safety and the failure rate of three performance. Compared the performance analysis, summarized the various types of injection pump characteristics, researchers make suggestions to clinical departments, equipment procurement and equipment management departments for usage and improvement.